Closure of a large pulmonary arteriovenous malformation using multiple Gianturco-Grifka vascular occlusion devices.
A large pulmonary arteriovenous malformation was successfully occluded using multiple Gianturco-Grifka vascular occlusion devices. The filler wire protruded from one of the devices and was successfully retrieved 3 weeks after implantation.